
MicrotoxOmni Test Report

Date: 7/30/2010 05:55 PM

Test Protocol: Basic Test
Sample: ShieldT60unfilter1
Toxicant: -
Reagent Lot no.: -
Test description: -
Test name: ShieldT60unfilter1
Database file: C:\Program Files\MicrotoxOmni\db1.mdb
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Plot of %Effect vs Concentration

5 15

%
 e

ffe
ct

Concentration

        1#

        2#

        3#

        4#

0

25

50

75

100

0 20 40 60 80 100

5 Mins Data: 15 Mins Data:
Sample Conc Io It Gamma % effect It Gamma % effect
Control 0.000   95.19 89.47 0.9399 #  88.40 0.9287 #  

1 5.625   92.76 70.43 0.2379 #  19.22%  68.48 0.2579 #  20.50%  
2 11.25   95.12 59.93 0.4918 #  32.97%  58.89 0.5000 #  33.33%  
3 22.50   96.10 48.16 0.8755 #  46.68%  47.14 0.8932 #  47.18%  
4 45.00   100.80 33.98 1.788 #  64.13%  34.08 1.747 #  63.59%  

# - used in calculation; * - invalid data; D - deleted from calcs.

Calculations on 5 Mins data:
EC50 Concentration:24.78% (95% confidence range: 22.02 to 27.88)
95% Confidence Factor: 1.125
Estimating Equation:LOG C =1.044 x LOG G +1.394
Coeff. of Determination (R²):0.9981
Slope: 0.9562
Correction Factor: 0.9399

Calculations on 15 Mins data:
EC50 Concentration:24.69% (95% confidence range: 22.92 to 26.59)
95% Confidence Factor: 1.077
Estimating Equation:LOG C =1.096 x LOG G +1.392
Coeff. of Determination (R²):0.9992
Slope: 0.9116
Correction Factor: 0.9287
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